
Has demonstrated linearity,
repeatability, intermediate precision,
and accuracy

User-friendly, fast, and reliable for the
rou�ne content uniformity control of
our prepara�ons

Implementa�on of this pre-release
control will be con�nued for other
prepara�ons

CONCLUSION / DISCUSSION
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RESULTS

UV/Raman spectrophotometer
Qc-Prep®

Qc-Prep® PerspectivesDosage Method Validated

Specificity
Not assessed due to the exclusive composi�on of
the capsules with the AI

3 concentra�ons: 75%, 100%, and 125% of the
RDC (n=3 per concentra�on)
Valida�on criteria: Devia�on < 5% of the expected
value

Accuracy

Repeated analysis (n=3) on 3 different days for the
RDC (25mg/mL)
Valida�on criteria: CV < 5%

Intermediate precision

6 analysis for the rou�ne dosage
concentra�on (RDC): 25 mg/mL
Valida�on criteria: CV < 2%

Repeatability

Detec�on limit: 2.5 and 50.0 mg/mL
Valida�on criteria:
- linear regression of the calibra�on curve
- correla�on coefficient (r2) > 0.999

Linearityr2

Maximum correla�on between absorbance
and linearity
Maximum correla�on between absorbance
and linearity

Preferred absorption band
According ICH-Q2-R1 criteria:

MATERIAL AND METHOD

Develop and validate a dosagemethod of ac�ve
ingredient to perform rou�ne capsule content tes�ng

usingUV/Raman spectrophotometry

OBJECTIVE

Pediatric formula�on of sodium benzoate for
pa�ents with urea cycle disorders:
250mg capsules of pure ac�ve ingredient (AI),
without excipientsmade in our pharmacy

AI content control
is mandatory
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